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The test results are indicated as follows:

4. READING TEST RESULTS

Diamond

Description Results Sound 

The tested gemstone 
has the characteristic 

light transmittance 
ability of a Type Ia 

diamond, suggesting 
that this could be a 

Natural Diamond 

Single
Beep

CVD/HPHT/
Type IIa

The tested gemstone 
has the characteristic 

light transmittance 
ability of a Type IIa 

diamond, suggesting 
that this could be a 
CVD/HPHT/Type IIa

Diamond 

Single
Long
Beep

Moissanite

Simulant

The tested gemstone 
has the characteristic 

light transmittance 
ability of a Moissanite,
suggesting that this 

could be a Moissanite 

The tested gemstone 
has the characteristic 

low thermal conductivity
compared to diamonds 

and moissanite,
suggesting that this
could be a simulant 

Double
Beep

No
Beep

5. SHUTTING DOWN 

• Press and hold the power button to initiate 
   shutting down sequence. Retract probe tip
   from the tester when not in use.
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6. OTHER FUNCTIONS 

• Press the gear icon         on the main page, to 
   enter the settings function.

• Depress tip against black disk on the metal
  stone rest and follow the instructions to 
  complete the calibration.
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